Epidural block is achieved either by single injection of local anesthetic through an epidural needle or as a continuous block by infusion pump through an epidural catheter. Complications associated with epidural catheters include breakage, entrapment, and knotting. Knotting of epidural catheters is very rare, but knotting in lumbar epidural catheters has been reported in a number of studies, and most of these cases involved removal difficulty. We report a case in which we inserted a cervical epidural catheter in a patient who was experiencing severe post-herpetic neuralgia and then removed the knotted catheter without complications.
INTRODUCTION
Post-herpetic neuralgia is a serious complication of herpes zoster that causes critical pain to patients even after skin lesions have healed. Epidural blocks are employed to control pain that does not subside after medical treatment. Epidural blocks are achieved either by single injection of local anesthetic through the epidural needle or as continuous block by infusion pump through an epidural catheter [1, 2] . The epidural catheter can be inserted not only in thoracic and lumbar vertebra, but also in cervical vertebra. Complications of epidural catheter insertion include breakage, entrapment, and knotting. Knotting of epidural catheters is very rare, but knotting in lumbar epidural catheters has been reported in a number of studies, and most of these cases involved removal difficulty [3] . We report a case in which we inserted a cervical epidural catheter in a patient who was experiencing severe post-herpetic neuralgia and then removed the knotted catheter without complications.
CASE REPORT
A female patient, 73 years old, was diagnosed with herpes zoster and received medical treatment at another medical clinic. However, when her serious pain did not subside after treatment, she visited our pain clinic. Her pain was severe, 10/10 on the numeric rating scale (NRS) at the first visit. was advanced by 7 cm cephalad through the epidural needle; after the needle was removed, the catheter was pulled out by 2 cm and inserted 5 cm from the epidural space.
The patient did not experience any discomfort except mild paresthesia of the right arm. After insertion of the epidural catheter and confirming that no blood or cerebrospinal fluid had been pulled in, 3 ml of 1% mepivacaine was injected.
The patient reported that her pain was subsiding, so she was given 2 ml of 0.18% ropivacaine per hour through an infusion pump. We prescribed pregabalin 225 mg, tramadol 150 mg, and amitriptyline 10 mg per day, and the patient was discharged. She visited our clinic every day for the next four days and received additional injections of 5 ml of 1% mepivacaine through the epidural catheter, maintained by infusion pump. After this, she reported that the pain was decreased to 5-6 on NRS, and that she could finally sleep at night. On the fifth day, she reported her pain to be 3-4/10 on NRS, and that she wanted to remove the epidural catheter, while remaining on her prescribed medication. We attempted to remove the catheter from the patient in a seated posture; however, after it was pulled out about 3 cm, there was resistance, and it stopped moving. When asked if there was any pain or discomfort of the neck, the patient answered that there was not. After asking the patient to repeat bending and then straightening her neck a few times and pulling the catheter out with slightly stronger force, the catheter suddenly snapped out. The patient reported no pain in the neck or arm, so our medical team sterilized the area where the catheter had been installed and applied a dressing.
When the removed catheter was thoroughly examined, a knot was discovered 1.5 cm from the tip (Fig. 1) .
DISCUSSION
Side effects or complications of epidural catheter placement include unsuccessful catheter placement, intrathecal or intravascular placement, catheter damage, knotting, and difficult removal. Knotting is a very rare complication in epidural catheters, and the actual incidence is difficult to determine because most of the documentation is provided in the form of case reports. However, McGregor reported the incidence to be 0.00015% [4] . Some reports described single cases in samples of over 20,000-30,000 [5] [6] [7] . Most of the reported cases were related to obstetric epidural analgesia and/or anesthesia [8] . Therefore, cases of knotting have been reported primarily in lumbar epidural catheters, with only one case involving a thoracic epidural catheter [9] . In 12 cases, the knots arose less than 3 cm from the catheter tip, near the distal end. In one case, a double knot was found 1.5 cm to 3 cm from the tip of the catheter, while another case involved a butterfly-like knot 5 cm below the catheter tip [10, 11] . In our case, the knot was located 1.5 cm below from the catheter tip after cervical epidural catheter placement, a condition that has never been reported previously.
The insertion of epidural catheters is performed through computer tomography can also help to clarify the image [12] . Such imaging helps to visualize the structure of the knot and its position. Gadalla reported that catheters were more successfully removed with patients under general anesthesia with muscle relaxation [13] . In the present report, we describe the successful removal of a knotted epidural catheter. Our patient did not complain of discomfort during removal of the catheter, but mild resistance was experienced when our medical team attempted to pull out the catheter. The patient was placed into the same seated posture as she had assumed when the catheter was inserted and bent her neck down and up a few times, and the catheter was then successfully removed without any complications. A knot was found 1.5 cm from the tip of the catheter, which itself was 5 cm long. It is normally recommended that the length of epidural catheters be less than 5 cm, while catheters less than 3-4 cm in length are considered ideal to prevent possible knotting.
